Transfer of a self-expanding stent to a braided microcatheter with the aid of transcatheter illumination: technical report and illustrative case.
A new self-expanding stent approved for the treatment of wide-necked intracranial aneurysms can be difficult to deploy in tortuous vascular anatomy. Some of the difficulty may be attributed to deformation of the delivery microcatheter. We describe a technique for transferring the stent into a braided microcatheter.